Case File Number: KA-21000-MF-XRE-001

Document Number: 16-TA-129977

Issuance Date: 13/08/2019

Expire Date: 13/08/2022

TYPE APPROVAL FOR RADIOGRAPHY (FIXED) EQUIPMENT MODEL SKAN DR 630I
MANUFACTURED BY SKANRAY TECHNOLOGIES PRIVATE LIMITED, MYSORE, INDIA

In exercise of the powers conferred under Section-16 of the Atomic Energy Act, 1962 read in conjunction with Rule-3 of the Atomic Energy (Radiation Protection) Rules, 2004, the Atomic Energy Regulatory Board (AERB) hereby grants Type Approval to following medical diagnostic x-ray equipment from radiological safety view point:

<table>
<thead>
<tr>
<th>Type of Equipment</th>
<th>Radiography (Fixed)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Model Name</td>
<td>SKAN DR 630i</td>
</tr>
<tr>
<td>Name of Manufacturer</td>
<td>SKANRAY TECHNOLOGIES PRIVATE LIMITED, India</td>
</tr>
<tr>
<td>No. of x-ray tubes</td>
<td>1</td>
</tr>
<tr>
<td>Maximum operating voltage</td>
<td>150.000 kVp</td>
</tr>
<tr>
<td>Maximum operating current</td>
<td>630.000 mA</td>
</tr>
</tbody>
</table>

TERMS AND CONDITIONS

1. These Terms and Conditions to be read in conjunction with Terms and Conditions of Supplier’s Authorization. A copy this Type Approval and Supplier’s Authorization shall be provided to the prospective utility.
2. This Type Approval becomes invalid if any change is made in the design of above model.
3. The Type Approved Model shall be supplied only by Suppliers Authorised by AERB and to the user who has obtained requisite permission from AERB to procure the equipment.
4. Supplier shall provide duly signed and stamped installation report with Quality Assurance test report to utility after installation and commissioning of x-ray equipment.
5. The supply of above Model after expiry of this Type Approval is conditional upon its revalidation.

(Competent Authority)

MR. VISHWAPRASAD ALVA
SKANRAY TECHNOLOGIES PRIVATE LIMITED
PLOT NO 15 TO 17 HEBBAL INDUSTRIAL AREA, MYSORE, KARNATAKA-570017